
Laboratory Evaluation

SensirionSPS30



Background
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Three SensirionSPS30 Evaluation Kits (hereinafter SensirionSPS30) sensors (units IDs: 7CE8, 

D038, 5455) were field-tested at the South Coast AQMD Rubidoux fixed ambient monitoring station 

(03/07/2019 to 05/14/2019) under ambient environmental conditions and have been evaluated in the 

South Coast AQMD Chemistry Laboratory under controlled artificial aerosol concentration/size 

range, temperature, and relative humidity. The same three SensirionSPS30 units were tested both 

in the field (1st stage of testing) and in the laboratory (2ndstage of testing).

FEM GRIMM

ÅSensirionSPS30(3 units tested): 

üParticle sensor: (optical;non-FEM)

üPM sensor: SensirionSPS30

üEach unit reports: PM1.0, PM2.5and PM10

(ɛg/m3)

üAlso measures PM4.0(ɛg/m3)

üUnit cost: $100

üTime resolution: 1 second

üUnits IDs: 7CE8, D038, 5455

GRIMM (reference method): 

üOptical particle counter 

üFEM PM2.5

üUses proprietary algorithms to calculate total 

PM, PM2.5, and PM1 mass conc. from particle 

number measurements

üCost: ~$25,000

üTime resolution: 1-min

FEM GRIMM



Evaluation results for 

PM1.0mass concentration

SensirionSPS30 vs GRIMM
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SensirionSPS30 vs GRIMM (PM1.0mass conc.)
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ÅThe SensirionSPS30 sensors tracked well with the PM1.0

concentration variation as recorded by the GRIMM in the 

concentration range of 0 - ~200 ɛg/m3.

Coefficient of Determination

ÅThe SensirionSPS30 sensors showed 

very strong correlations with the 

GRIMM PM1.0mass conc. (R2 > 0.99).



SensirionSPS30 vs GRIMM PM1.0Accuracy
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ÅAccuracy (20ÁCand 40% RH)

ÅOverall, the SensirionSPS30 sensors overestimated GRIMM PM1.0mass concentration. The accuracy of the 

SensirionSPS30 sensors was > 95% when PM1.0 mass concentrations were < 100 ɛg/m3 and decreased to 

~77% when PM1.0mass concentrations were > 100 ɛg/m3 for the PM1.0mass concentration range tested 

Steady state # Sensor Mean
(µg/m3)

GRIMM
(µg/m3)

Accuracy
(%)

1 5.2 5.5 95.8

2 9.6 9.9 97.6

3 28.3 29.0 97.5

4 84.7 82.8 97.7

5 156.3 141.2 89.3

6 264.5 215.6 77.3

SensirionSPS30: Data Recovery and Intra-model Variability
ÅData recovery for PM1.0mass concentration from all units was 100%

ÅLow PM1.0measurement variations were observed between the SensirionSPS30 sensors



SensirionSPS30 PM1.0 : Precision
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ÅPrecision (Effect of PM1.0conc., Temperature and Relative Humidity)

ÅOverall, the SensirionSPS30 sensors showed high precision for all of the combinations of low, 

medium and high PM1.0conc., T, and RH. 

ÅPrecision was relatively lower for 5 ÁC/65% RH at all PM1.0levels; precision increased as PM1.0

concentrations increased.

High Pollutant ConcentrationLow Pollutant Concentration Medium Pollutant Concentration

90 92 94 96 98 100

5 °C

20 °C

35 °C

PRECISION (%)

Relative Humidity 15% 40% 65%

95 96 97 98 99 100

5 °C

20 °C

35 °C

PRECISION (%)

Relative Humidity 15% 40% 65%

95 96 97 98 99 100

5 °C

20 °C

35 °C

PRECISION (%)

Relative Humidity 15% 40% 65%



SensirionSPS30 PM1.0: Climate Susceptibility
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Low Temp �±RH ramping 
(medium conc.)

High Temp �±RH ramping 
(medium conc.)


